QA Testing

PharmLabs Certificate of Analysis (COA)

sample Shift 150mg 1ct/20pk Cat's Claw Tablet - Blue Razz PharmLabs@

HONEST /v ACCURATE /i FAST AMALYTICS

Sample ID SD260610-010 (140797) Matrix Edible
Tested for Shift

Received Jun 10, 2026 Reported Aug 31, 2026
Analyses executed KTM

Laboratory note: COA Update: 6/19/26 - Photo updated per client request. COA Update: 08/31/26 - Photo swapped and updated to correct COA.

Kratom (KTM)

Analyzed Jun 11, 2026 | Instrument HPLC VWD | Method SOP-KTM
The expanded Uncertainty of the Kratom analysis is approximately 7.81% at the 95% Confidence Level

LoD LO: Result Result
CUCITES ppm pp% % ma/g
7-hydroxy Mitragynine (7HMG) 0.008 0.025 ND ND
MGM-15 (MGM) 0.186 0.562 ND ND
Mitragynine (MITG) 0.018 0.054 ND ND
Speciogynine (SPEG) 0.007 0.02 ND ND
Speciociliatine (SPCL) 0.004 0.01 ND ND

Ul Unidentified

Authorized Signature

Not Detected N
N/A Not Applicable DEA license: RP0611043
NT Not Reported ~
LOD Limit of Detection 1SO/IEC 17025:2017 Acc. 85368

LO Limit of Quantification
Detected below the limit of quantification
>UL L Above the upper limit of linearity

Bhonden, Stark

COA version: V3

m Milli PJLA

D SMicTom ame per g am Testing Generated: Aug 31, 2026 09:30 AM ) !

/gg Micrograms per kilogram Acc. #85368 Scan the QR code to verify Brandon Starr, Quality Assurance Manager
53 Endo%oxm units per milligram PDT authenticity. Mon, 31 Aug 2026 09:30:45 -0700

CF! / Colong forming units per gram
TNT CgToo Numerous to Count

PharmLabs | 6696 Mesa Ridge Rd #A, San Diego, CA 92121 619.356.0898 | ISO/IEC 17025:2017 Acc. 85368

PharmLabs hereby states that its Certificates of Analysis (COALdo not certify compllance with an¥ federal, state, or local law or regulation, including but not limited to the 2018 Farm Bill. This COA is provided solely for informational
rm purposes and is not intended for reliance by consumers or purchasers of a product. This report shall not be reproduced, except in full, without the ﬁrlor written aj proval of PharmLabs. This report is not intended to diagnose, treat, cure,

or prevent any disedse. Results apply only to the specific sample(s) and betch(es) identifid on this COA and G0 ot represemt any ofher lot. batch, o product from the client. Meusurement of uncertainty is available Upon request an

when legally require ed on the certificate. PharmLabs makes no representation or wclrrantg express or implied, regarding the testéd productssufet efficacy, quality, merchantabllity, o fitness for a particular purpos

reported. e Ul e.
LABORATORY LIMS & ELN PharmLabs expressly dlsclalms an Ilublln for dama?es, claims, costs, or expenses arising out of the use, misuse, or rellance pon this gOA by_any party. PharmLabs_ relles on mf rmunon ed% the clnem regordmg the |denmg
mpling, and chain of custod! the submitted maf o

, < vacd n whole o in part for marketing, advertisi |n% promono al, or lab baling purposes without he prior whitten consem
s of Issuance and does not quarantes the stability o ContMuEd conformity of the TeSted product beyond that date. Any dispute arising DUt 0F or related 0 this COA Shall ba governed by
the laws of the State of California, without regard to its conflict of laws principles.


http://www.pjlabs.com
https://www.dropbox.com/scl/fi/3qeqn2se34ulpw8lm13ui/85368.pdf?rlkey=nviqubdnfk1v1f6rx32mew63u&st=8wa4rbwv&dl=0
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PharmLabs San Diego Certificate of Analysis

sample Shift 150mg 1ct/20pk Cat's Claw Tablet - Green Apple =

e

Sample ID SD260610-011 (140798) Matrix Edible
Tested for Shift

Received Jun 10, 2026 Reported Jun 19, 2026

Analyses executed KTM

Laboratory note: COA Update: 6/19/26 - Photo updated per client request.

KTM - Kratom

Analyzed Jun 10, 2026 | Instrument HPLC VWD | Method SOP-KTM
The expanded Uncertainty of the Kratom analysis is approximately +7.81% at the 95% Confidence Level

T pom pom K /s
7-hydroxy Mitragynine (7HMG) 0.008 0.025 ND ND
MGM-15 (MGM) 0.186 0.562 ND ND
Mitragynine (MITG) 0.018 0.054 ND ND
Speciogynine (SPEG) 0.007 0.02 ND ND
Speciociliatine (SPCL) 0.004 o.on ND ND

Ul Unidentified

ND Not Detected " .
N/A Not Applicable DEA license: RP0611043

NT Not Reported 1SO/IEC 17025:2017 Acc. 85368
LOD Limit of Detection

LOQ Limit of Quantification

<LOQ Detected PJLA

>ULOL Above upper limit of linearity Testing

CFU/g Colony Forming Units per 1gram Acc. #85368

QA Testing

PharmLabs®

HONEST A ACCURATE /L. FAST ANALYTICS

Green Apdé

(Cat’s Claw Tablet )

Authorized Signature

Rhanden Stark

Scan the QR code to verify authenticity. Brandon Starr, Quality Assurance Manager
TNTC Too Numerous to Count Fri, 19 Jun 2026 11:47:42 -0700

PharmLabs San Diego | 6696 Mesa Ridge Rd #A, San Diego, CA 92121 619.356.0898 | ISO/IEC 17025:2017 Acc. 85368

consumers or purchasers of a product. This report shall not be. reproduced, excapt in Tull, without the prior written approval of PharmLabs. This repor is not mtended to diagnose: tred, cure, or prevent any distase. Rezults
a rm identified on this COA and do not represent any other lot, batch, or product from the client. Measurement of uncertdinty is available upon request and, when legally required, has been feported on the certificate. PharmLabs
implied, regarding the tested product's safety, efficacy, quality, merchantability, or fitn:

o ity,
PharmLabs relies on information provided by the client regurd"
nt to determine and en: ‘compliance r

merchantabili fitnes:
the identity, sGmpling, and chain of custoc

. Any dispute arising out of of related to

regard to its conflict of laws principles.

N ages, . Costs, 0 . misuse, or reliance ypon this COA by ani
i A SSUmes no responsibility for errors, omissions, or misrepresentations in such infc
LABORATORY LIMS & ELN glient to determine and ensure the comeliance of ther product(sj with all apolicable fedéral, state and local faws and regulations. This COA may not be used in whole or in part for marketing, advertising. promotional, or labell
PharmLabs. This COA is valid only as of the date of issuance and does not guarantee the stability or continued conformity of the tested product beyond that dat e ari is COA shall Be govern

PharmLabs hereby states that its Certificates of Analusis (COA) do not certify compliance with any federal state, or local law or regulation, including but not limited to the 2018 Farm Bil This COA's provided solely for informationg purboses and is not intended for reliance b
s repor ' app
, mal
s for, a particular purpose. PharmLabs expressly disclaims any liabiity for damages, elaims, costs, o expenses arising out of the use
material, PharmLabs o

i on) 1o the specific sample(s) and batch(es)
Kes no representation o Warranty, express or

ing purposes without the prior written corisent of
ed by

he laws of the State of California, without


http://www.pjlabs.com
https://www.dropbox.com/scl/fi/3qeqn2se34ulpw8lm13ui/85368.pdf?rlkey=nviqubdnfk1v1f6rx32mew63u&st=8wa4rbwv&dl=0
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PharmLabs San Diego Certificate of Analysis

ﬁg\‘!f/"ﬁ
sample Shift 150mg 1ct/20pk Cat's Claw Tablet - Watermelon ‘ Pha rmLabs @

/“j‘ 'S HONEST _\n_ ACCURATE /. FAST ANALYTICS

T

Sample ID SD260610-012 (140799) Matrix Edible
Tested for Shift
Received Jun 10, 2026 Reported Jun 19, 2026

Analyses executed KTM

Laboratory note: COA Update: 6/19/26 - Photo updated per client request.

KTM - Kratom

Analyzed Jun 10, 2026 | Instrument HPLC VWD | Method SOP-KTM
The expanded Uncertainty of the Kratom analysis is approximately +7.81% at the 95% Confidence Level

T pom o K /s
7-hydroxy Mitragynine (7HMG) 0.008 0.025 ND ND
MGM-15 (MGM) 0.186 0.562 ND ND
Mitragynine (MITG) 0.018 0.054 ND ND
Speciogynine (SPEG) 0.007 0.02 ND ND
Speciociliatine (SPCL) 0.004 o.on ND ND

Ul Unidentified

ND Not Detected " .
N/A Not Applicable DEA license: RP0611043

NT Not Reported 1SO/IEC 17025:2017 Acc. 85368
LOD Limit of Detection

LOQ Limit of Quantification

<LOQ Detected PJLA

>ULOL Above upper limit of linearity N m:;;‘sg%s

CFU/g Colony Forming Units per 1 gram cC. N . »
TNTC Too Numerous to Cavnt Scan the QR code to verify authenticity. BrandoF:i 's‘tgaat r?;:zhsq‘Jlle:;tj;gr:;? ohgmager

Authorized Signature

Bhanden tark

PharmLabs San Diego | 6696 Mesa Ridge Rd #A, San Diego, CA 92121 619.356.0898 | ISO/IEC 17025:2017 Acc. 85368

PharmLabs hereby states that its Certificates of Analusis (COA) do not certify compliance with any federal state, or local law or regulation, including but not limited to the 2018 Farm Bil This COA's provided solely for informationg purboses and is not intended for reliance b

consumers er purchasers of  product, This report stiall ot be reproduced, except n full, without the prior written approval of PharmLabs. This report is not intended to diagniose, treat, cure, or prevent any discase. Results apply only to the speciic sample(s) and batch(es
r m GEd o thi COA and 0o oL Tepisen any-oiher 0%, DaRch. br Broduct Frors the, Llunt. MESUTSMIaNt of Uncartmmts is Gvallable Upor rafibest and, whep IGATU FequTed hGs bacn Feporied o the Cormtichie. BAarmLobS TaKbs NG 1eprSseRtation of warkanTy. express of
im ding the o U etficacy, Guality, merchantability, or fitness for 8 parficolar purpose: PROMLObS expréssly disclaims any TIGBilIty Tof damages, cicins, Costs, or expenses arising out of the use, misuse, or reliance upon this COA by any party.
PharmLabs relies on information provided by the client reg the identity, sGmpling, and chain of custody of the submitted material, Bharmiabs assumes no responsibiity for errors, onissions, or misrepresentations in sych information, It is the Sole responsibility of the
LABORATORY LIMS & ELN cllent 1o determine and ensure the comphante of their p ductss with all applicable fedéral, state, and local [aws and regulations, This COA sed in whole or i o TrorketG. atvertaing. promotonal or labelin oses without the prior written consant of

ur)
Db T COAS CEltd ol o ST The Gate of Saubnos and Hoas ot QuBrGALee tha Sabily o ontimuad Contarmitor e tetod Srodues Basone ther date, kg Gismubs ariong Gut o o2 raibied 16 THE CON sl Be Governad By The faws oF the Srcke oF Cattomic, wihour
regard to its conflict of laws principles.



http://www.pjlabs.com
https://www.dropbox.com/scl/fi/3qeqn2se34ulpw8lm13ui/85368.pdf?rlkey=nviqubdnfk1v1f6rx32mew63u&st=8wa4rbwv&dl=0
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i . ) m
PharmLabs San Diego Certificate of Analysis Q‘i\‘!l};}d

. : =* PharmLabs®
sample Shift 150mg 1ct/20pk Cat's Claw Tablet - Blue Razz \—///‘,13 HONEST. v ACCURATE A FAST ANALYTICS
Sample ID SD260610-010 (140797) Matrix Edible
Tested for Shift
Received Jun 10, 2026 Reported Jun 19, 2026

Analyses executed KTM

Laboratory note: COA Update: 6/19/26 - Photo updated per client request.

KTM - Kratom

Analyzed Jun 11, 2026 | Instrument HPLC VWD | Method SOP-KTM
The expanded Uncertainty of the Kratom analysis is approximately +7.81% at the 95% Confidence Level

T pom pom K /s
7-hydroxy Mitragynine (7HMG) 0.008 0.025 ND ND
MGM-15 (MGM) 0.186 0.562 ND ND
Mitragynine (MITG) 0.018 0.054 ND ND
Speciogynine (SPEG) 0.007 0.02 ND ND
Speciociliatine (SPCL) 0.004 o.on ND ND

Ul Unidentified

ND Not Detected i .
N/A Not Applicable DEA license: RP0611043

NT Not Reported I1SO/IEC 17025:2017 Acc. 85368
LOD Limit of Detection

LOQ Limit of Quantification

<LOQ Detected PJLA

>ULOL Above upper limit of linearity Testing

CFU/g Colony Forming Units per 1 gram Acc. #85368

.
Scan the QR code to verify authenticity. Brandon Starr, Quality Assurance Manager
TNTC Too Numerous to Count Fri, 19 Jun 2026 11:47:38 -0700

Authorized Signature

PharmLabs San Diego | 6696 Mesa Ridge Rd #A, San Diego, CA 92121 619.356.0898 | ISO/IEC 17025:2017 Acc. 85368

PharmLabs hereby states that its Certificates of Analusis (COA) do not certify compliance with any federal state, or local law or regulation, including but not limited to the 2018 Farm Bil This COA's provided solely for informationg purboses and is not intended for reliance b
consumers or purchasers of a product, This report shall nat be reprodyced, except in fyl, without the pricr written approval of PharmLabs, This report is not intended to diagnose, treat, cure, or prevent any diséase. Hesults apply only to the specific sample(s) and batches
r m identified on this COA and do not represent any other lot, batch, or product from the client, Measurement of uncertainty is available upon request and, when legally required, has been reported on the certificate. PharmLabs makes no representation or warrantu, express or
im ding the oduct’ efficacy, quality, merchantability, or fitness for  particular purpose. Pharmtas expressiy disclaims any liabiity for damages, claims, costs, or expenses arising out of the use, misuse, or reliance ypon this y o
PharmLabs relies on information provided by the client regarding the identity, simpling, and chain of custody of the submitted material, PharmLabs assumes no responsibiity for errors, omissions, or misrepresentations in such information. It is the sole responsibility of the
LABORATORY LIMS & ELN glient to determine and ensure the comeliance of ther product(sj with all applicable edéral, state, and local faws and regulations This COA may not be used in whole ar in part for morketing, atvertising. promotional, or labeling purgoses without the prior writen consent of
PharmLabe. This COA s walid only as of the date of issuance and does not guarantee the stability or continued conformity of the tested product beyond that date. Any dispute arising out of or related to this COA shall be governed by the faws of the State of California, without
regard to its conflict of laws principles.



http://www.pjlabs.com
https://www.dropbox.com/scl/fi/3qeqn2se34ulpw8lm13ui/85368.pdf?rlkey=nviqubdnfk1v1f6rx32mew63u&st=8wa4rbwv&dl=0
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PharmLabs San Diego Certificate of Analysis

q ..gw,"a
sample Shift 150mg 4ct/10pk Cat's Claw Tablet - Green Apple \" Pha rmLabs @

/‘j‘ §  HONEST A+ ACCURATE /. FAST ANALYTICS

i

Sample ID SD260610-014 (140801) Matrix Edible
Tested for Shift

Received Jun 10, 2026 Reported Jun 19, 2026

Analyses executed KTM

Laboratory note: COA Update: 6/19/26 - Photo updated per client request.

KTM - Kratom

Analyzed Jun 10, 2026 | Instrument HPLC VWD | Method SOP-KTM
The expanded Uncertainty of the Kratom analysis is approximately +7.81% at the 95% Confidence Level

T pom pom K /s
7-hydroxy Mitragynine (7HMG) 0.008 0.025 ND ND
MGM-15 (MGM) 0.186 0.562 ND ND
Mitragynine (MITG) 0.018 0.054 ND ND
Speciogynine (SPEG) 0.007 0.02 ND ND
Speciociliatine (SPCL) 0.004 o.on ND ND

Ul Unidentified

ND Not Detected i .
N/A Not Applicable DEA license: RP0611043

NT Not Reported I1SO/IEC 17025:2017 Acc. 85368
LOD Limit of Detection

LOQ Limit of Quantification

<LOQ Detected PJLA

>ULOL Above upper limit of linearity Testing

CFU/g Colony Forming Units per 1 gram Acc. #85368

o
Scan the QR code to verify authenticity. Brandon Starr, Quality Assurance Manager
TNTC Too Numerous to Count Fri, 19 Jun 2026 11:47:41-0700

Authorized Signature

PharmLabs San Diego | 6696 Mesa Ridge Rd #A, San Diego, CA 92121 619.356.0898 | ISO/IEC 17025:2017 Acc. 85368

PharmLabs hereby states that its Certificates of Analusis (COA) do not certify compliance with any federal state, or local law or regulation, including but not limited to the 2018 Farm Bil This COA's provided solely for informationg purboses and is not intended for reliance b

consumers er purchasers of  product, This report stiall ot be reproduced, except n full, without the prior written approval of PharmLabs. This report is not intended to diagniose, treat, cure, or prevent any discase. Results apply only to the speciic sample(s) and batch(es
r m {dentified on this COA and do ot represent any other Iof, batch. or product from the client. Medsurentent of uncertdinty Is availdbla Upon request and, when eGally required, has Ibeen feported on the certfictte. Bhor mLabs Takes na reprSsemation or Warfanty express of
implied, regording the tested product's safety, efficacy, quam merchantability, or fiiness for o particular purpose: Pharmiabs expressiy disclaims any TIGDility Tof damages, claims, costs, or expenses arising out of the use, misuse, or reliance ypon H y o
al regur the identity, sGmpling, and chain of custody of the submitted miabs assumes o responsibiliy B Crtors: insions. oF Mior ShISantaHIOnS In Sich marmation- [ Hhe ool responsibilty of the
LABORATORY LIMS & ELN client to determine and ensure the compliance of their pi ductss with all applicable fedéral, state, and local [aws and regulations, This COA % ¢ ysed in whole'or in part for marksting, advettising. romotonal or labelin ng purposes without the prior written cosent of
PharmLabe. This COA is valid only as of the date e o t GEBrates tha Seabiiy o1 Eonted Contarmies o ha 1ostg o aes B thit COts. Ay Sisbubs ariang ot of o raroied 1o e COR R e Gevarned By Tre fows oF the tobe of Caformiay wihoor

regard to its conflict of laws principles.



http://www.pjlabs.com
https://www.dropbox.com/scl/fi/3qeqn2se34ulpw8lm13ui/85368.pdf?rlkey=nviqubdnfk1v1f6rx32mew63u&st=8wa4rbwv&dl=0

SD260610-015 page 1 of 1 QA Testing

i . ) m
PharmLabs San Diego Certificate of Analysis Q‘i\‘!l};}d

. , =* PharmLabs®
sample Shift 150mg 4ct/10pk Cat's Claw Tablet - Watermelon \—///‘,13 HONEST. v ACCURATE A FAST ANALYTICS
Sample ID SD260610-015 (140802) Matrix Edible
Tested for Shift
Received Jun 10, 2026 Reported Jun 19, 2026

Analyses executed KTM

Laboratory note: COA Update: 6/19/26 - Photo updated per client request.

KTM - Kratom

Analyzed Jun 11, 2026 | Instrument HPLC VWD | Method SOP-KTM
The expanded Uncertainty of the Kratom analysis is approximately +7.81% at the 95% Confidence Level

T pom pom K /s
7-hydroxy Mitragynine (7HMG) 0.008 0.025 ND ND
MGM-15 (MGM) 0.186 0.562 ND ND
Mitragynine (MITG) 0.018 0.054 ND ND
Speciogynine (SPEG) 0.007 0.02 ND ND
Speciociliatine (SPCL) 0.004 o.on ND ND

Ul Unidentified

ND Not Detected i .
N/A Not Applicable DEA license: RP0611043

NT Not Reported I1SO/IEC 17025:2017 Acc. 85368
LOD Limit of Detection

LOQ Limit of Quantification
<LOQ Detected PJLA
>ULOL Above upper limit of linearity Testing.

gzk;/chgglmﬂq F;ZS;"(% Lé';"f, perTgram Acc. #85368 Scan the QR code to verify authenticity. Brandon Starr, Quality Assurance Manager
u

Fri, 19 Jun 2026 11:47:39 -0700

Authorized Signature

Rhanden Stark

PharmLabs San Diego | 6696 Mesa Ridge Rd #A, San Diego, CA 92121 619.356.0898 | ISO/IEC 17025:2017 Acc. 85368

PharmLabs hereby states that its Certificates of Analusis (COA) do not certify compliance with any federal state, or local law or regulation, including but not limited to the 2018 Farm Bil This COA's provided solely for informationg purboses and is not intended for reliance b
consumers or purchasers of a product, This report shall nat be reprodyced, except in fyl, without the pricr written approval of PharmLabs, This report is not intended to diagnose, treat, cure, or prevent any diséase. Hesults apply only to the specific sample(s) and batches
r m identified on this COA and do not represent any other lot, batch, or product from the client, Measurement of uncertainty is available upon request and, when legally required, has been reported on the certificate. PharmLabs makes no representation or warrantu, express or
im ding the oduct’ efficacy, quality, merchantability, or fitness for  particular purpose. Pharmtas expressiy disclaims any liabiity for damages, claims, costs, or expenses arising out of the use, misuse, or reliance ypon this y o
PharmLabs relies on information provided by the client regarding the identity, simpling, and chain of custody of the submitted material, PharmLabs assumes no responsibiity for errors, omissions, or misrepresentations in such information. It is the sole responsibility of the
LABORATORY LIMS & ELN glient to determine and ensure the comeliance of ther product(sj with all applicable edéral, state, and local faws and regulations This COA may not be used in whole ar in part for morketing, atvertising. promotional, or labeling purgoses without the prior writen consent of
PharmLabe. This COA s walid only as of the date of issuance and does not guarantee the stability or continued conformity of the tested product beyond that date. Any dispute arising out of or related to this COA shall be governed by the faws of the State of California, without
regard to its conflict of laws principles.



http://www.pjlabs.com
https://www.dropbox.com/scl/fi/3qeqn2se34ulpw8lm13ui/85368.pdf?rlkey=nviqubdnfk1v1f6rx32mew63u&st=8wa4rbwv&dl=0
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